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Abstract. Brain pathologies, including stroke and tumors, are associ-
ated with a variable degree of breakdown of the blood-brain barrier
�BBB�, which can usefully be studied in animal models. We describe
a new optical technique for quantifying extravasation in the cortex of
the living mouse and for imaging intraparenchymal tissue. Leakiness
of the BBB was induced by microbeam x-irradiation. Two fluorescent
dyes were simultaneously infused intravenously, one of high molecu-
lar weight �fluorescein-labeled dextran, 70 kDa, green fluorescence�
and one of low molecular weight �sulforhodamine B, 559 Da, red
fluorescence�. A two-photon microscope, directed through a cranial
window, obtained separate images of the two dyes in the cortex. The
gains of the two channels were adjusted so that the signals coming
from within the vessels were equal. Subtraction of the image of the
fluorescein-dextran from that of the sulforhodamine B gave images in
which the vasculature was invisible and the sulforhodamine B in the
parenchyma could be imaged with high resolution. Algorithms are
presented for rapidly quantifying the extravasation without the need
for shape recognition and for calculating the permeability of the BBB.
Sulforhodamine B labeled certain intraparenchymal cells; these cells,
and other details, were best observed using the subtraction method.
© 2008 Society of Photo-Optical Instrumentation Engineers. �DOI: 10.1117/1.2870083�
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Introduction
he endothelium of brain capillaries regulates the exchange of
olecules between the blood and the parenchyma. The pas-

age of most molecules is hindered, although specific trans-
ort mechanisms exist for certain molecules, notably glucose.
he blood brain barrier �BBB� is of great importance clini-
ally for two main reasons. First, many pathologies are asso-
iated with an increase in the permeability to large molecules.
his leads to their entry, together with water, into the paren-
hyma, leading to vasogenic edema and an increase in intrac-
anial pressure that has harmful, even fatal, consequences.
asogenic edema is a major complication in brain pathologies

ncluding trauma, stroke, tumors, subarachnoid hemorrhage,
nd neuroinflammation.1

A second reason for clinical interest in the BBB is that it
ot only restricts access of systemically delivered drugs to the
erve cells, but also the capillary endothelium possesses
ransporters of the ABC family, called multi-drug-resistance
ransporters, that remove, via the cytoplasm of the endothelial
ells, those drug molecules that do reach the parenchyma.2

he dominant transporter in the brain is the P-glycoprotein, or
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Mdr1. Manipulation of the BBB so as to increase the entry of
drugs and to reduce their evacuation is a major research goal
for the treatment of several pathologies, including epilepsy
and migraine.3–5

The capillary endothelium is known to respond to signals
from surrounding cells, notably the astrocytes, and it is there-
fore important to measure transport across the BBB in vivo.3,6

Post mortem imaging on brain sections of the distribution of
labeled molecules �such as 14C sucrose� is still a common
technique, but it gives a result for only one time-point per
animal.7–9 Magnetic resonance imaging �MRI� can follow ex-
travasation of contrast agents, such as gadolinium complexes,
that modify the magnetic susceptibility.9,10 However, only a
few contrast agents are available, and in general, they are very
different from biological molecules. Positron emission tomog-
raphy �PET�11 allows a large range of molecules to be studied,
but they must be labeled with positron-emitting isotopes.
Also, these two techniques have poor spatial and temporal
resolution.

In vivo optical imaging of extravasation of fluorescent
marker molecules offers promise of much better resolution in
space ��1 �m� and in time �msec�. Many different fluores-
cent molecules are available, and fluorophores can be attached
1083-3668/2008/13�1�/011002/11/$25.00 © 2008 SPIE
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o other molecules of biological interest. With conventional
ight microscopy, it has been possible to image only vessels
o deeper than tens of microns from the surface, as in skinfold
umor models12 or pial vessels on the brain surface,5,13 and
lso vessels in the retina.14 However, the properties of these
essels differ from those of vessels within the brain itself.3

he advent of multiphoton microscopy, which uses excitation
t near-infrared wavelengths,15 makes possible in vivo imag-
ng with submicron resolution at depths up to several hundred

icrons below the brain surface16 and has allowed detection
f localized extravasation of fluorescent dye in the mouse
ortex in vivo.17 However, one problem is that unless there is
omplete breakdown of the BBB, the concentration of dye
ithin the vessels is vastly higher than in the extravascular

issue. In order to detect the extravascular dye, it is necessary
o use a sensitivity so high that the fluorescence signal from
he vessels themselves tends to contaminate, or even swamp,
he true extravascular signal.

We show here that this problem can be avoided by simul-
aneously infusing two fluorescent dyes, one with properties
uch that it does not cross the leaky BBB �e.g., a high mo-
ecular weight� and one that does. The two dyes both fluoresce
hen excited with intense near-infrared light, but they are

hosen to emit at different wavelengths so that the distribu-
ions of the two can be imaged separately. We increased the
ermeability of the BBB of mice by irradiating them with
-ray microbeams from a synchrotron.18 We show that by bal-
ncing the gains of the two image channels and subtracting
he image of the nonextravasating dye from that of the ex-
ravasating dye, the distribution of extravascular dye can be
maged accurately. We derive a formula, which turns out to be
ery simple, for calculating the BBB permeability from the
ifference signal. The method could in principle be used with
onventional epifluorescence microscopy of vessels close to
he surface of the brain, but it offers more potential when
wo-photon microscopy is used to image deep into the cortex.

In the course of this work, we found by serendipity that
ur extravasating dye, sulphorhodamine B, also strongly la-
eled objects in the tissue. These too were best seen using the
ubtraction method. This observation raises the possibility
hat labeling of specific brain structures �for example, astro-
ytes� might be done in vivo via a vascular route. The identi-
cation of the objects labeled by sulforhodamine B, and the
onditions for labeling them, will be described elsewhere.19

Outline of the Theory
n this section, we outline the principle of the method and
ive the expressions necessary to calculate the specific perme-
bility P of the BBB. A complete derivation is given in Sec. 7.

.1 Qualitative Subtraction Imaging
fluorescent marker dye is infused intravenously. A small

raction crosses the BBB and appears at a relatively low con-
entration in the extravascular space. We want to image this
ow concentration in the presence of a much higher concen-
ration in a dense network of capillaries. Although two-photon

icroscopy offers excellent spatial resolution by conventional
riteria �such as the Rayleigh criterion for the separation of
wo points�, these criteria are not relevant to the present case

n which the image of a fluorescent capillary extends, with a

ournal of Biomedical Optics 011002-
low intensity, well beyond the geometrical limits of the cap-
illary �solid lines in Figs. 1�a� and 1�b��. Hence, a significant
part of the acquired signal attributed to a point in the extravas-
cular space comes, in practice, not from the extravascular dye,
but from the intense fluorescence of the much more concen-
trated dye within the capillaries in the object plane �difference
between solid and dashed lines in Fig. 1�b�� or, in three-
dimensional �3-D� imaging, from blood vessels above or be-
low the object plane. We overcome this problem by the use of
a second dye that remains intravascular �NP, for nonper-
meant�. The mouse is injected with a mixture of the two dyes,
in our case, SRB �P, for permeant� and FITC-dextran �NP�. A
region of the cortex is imaged using two-photon microscopy
to give separate images of P and of NP. The essence of the

Fig. 1 Schematic numerical simulation of the differential imaging
method �a� represents a section of a capillary in the presence of dif-
fusible dye �dashed line� and its convolution with the laser point
spread function �PSF, solid line�. A small amount of dye has extrava-
sated. The PSF was for the experimental conditions used: two-photon
absorption of 800-nm light with a numerical aperture of 0.95. �b�
shows part of �a� on an expanded scale showing the dye extravasation
and small hyperstained and unstained regions �dashed line� and their
image �solid line�. In this figure, it is difficult to separate the extrava-
sation and PSF-induced broadening. �c� is equivalent to �a�, but for a
dye that remains within the capillary. �d, solid line� is the numerical
subtraction �a� to �c�, while the dashed line is the distribution of the
extravasating dye.
method is to adjust the gains of the two detection chains so

January/February 2008 � Vol. 13�1�2
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hat the two signals from the intravascular space are equal.
hen the NP signal in each pixel is subtracted from the P

ignal, the remaining signal in the extravascular space is al-
ost purely from the extravascular P molecules �Fig. 1�d�,
igs. 2�c� and 2�d��.

.2 Measurement of the Permeability of the BBB
n the general problem of substance transfer, two main con-
ributions should be considered: a diffusive component and a
onvective one. Bulk convective flow in the brain arises be-
ause of communication between interstitial fluid and cere-
rospinal fluid across the ependymal and pial surfaces.20 The
ery low permeability of the blood vessel walls means that

ig. 2 �a� and �b� z-projection �maximum intensity� of stacks of image
he left parietal cortex of a nude mouse 48 h after microbeam irrad
olution and 50 �l of a 5 mg ml−1 SRB solution. The observation was
ulforhodamine B dye. �b� is obtained from the emission of the FITC-d
d� is the z-projection �maximum intensity� of the difference stack. In
ust saturated.
here is negligible bulk flow into or out of the interstitium in

ournal of Biomedical Optics 011002-
other places. Because the extracellular spaces are narrow and
filled with extracellular matrix, thermal convective flow can
be neglected compared to diffusion.

The permeability coefficient, P, is defined by the
equation7:

CeP�t� = P . � .�
0

t

CiP��� d� , �1�

where CeP�t� is the extravascular concentration of the per-
meant molecule P at time t, averaged over a region of interest
�ROI�, and CiP��� is the plasma concentration at time �, with
�=0 at the time of a bolus injection. � is the ratio of capillary

red in vivo from 150 to 300 �m below the dura �in steps of 2 �m� in
The mouse was injected with 100 �l of 100 mg ml−1 FITC -dextran
0 min after the dye injection. �a� is obtained from the emission of the
dye. �c� is the z-projection �average intensity� of the difference stack.
�c� and �d�, the gain has been increased until the brightest pixels are
s acqui
iation.
made 1
extran
images
surface area to extravascular volume in the ROI. The approxi-
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ation has been made that CeP�t��CiP�t�. CiP��� is obtained
n parallel experiments by measurements in blood samples
see Sec. 3.2�. Hence P can be calculated if the ratio

eP�t� /CiP�t� and CiP�0� are known.
The voxelized images of the dyes P and NP are described

y functions SP�i , j ,k� and SNP�i , j ,k�, where the coordinates
i , j ,k� specify the voxel in the image space that corresponds
o the point �x ,y ,z� in the tissue. The photomultiplier gains
re adjusted so that the signals SP and SNP from the two dyes
n the capillaries are equal:

SiP�i, j,k� = SiNP�i, j,k� . �2�

P and SNP are normalized so that the intensity of a pixel
orresponding to a signal coming entirely from within a blood
essel is set to 2n−1 �Ref. 21�, where n is the number of bits
f the analog to digital conversion. In the present experiment,
=8, giving a scale of 256 levels from 0 to 255.

We found experimentally that the two signals could indeed
e matched in all the capillaries. With the intravascular sig-
als matched in this way, we define a difference signal:

Dif f�i, j,k� � SP�i, j,k� − SNP�i, j,k� . �3�

ince SiP�i , j ,k�−SiNP�i , j ,k�=0, Dif f�i , j ,k� is nonzero only
n the extravascular space and is uncontaminated by signal
rom the intravascular dyes. It is shown in Sec. 7.3, Eq. �24�,
hat the ratio

CeP�t�
CiP�t�

� Q�t� =
� Dif f�i, j,k,t�

N
, �4�

here N is the number of pixels within the extravascular re-
ion of interest.

.3 Consequences of Bleed-Through Between the
Detection Channels

quation �4� assumed that each detection channel was per-
ectly selective for the fluorescence from the corresponding
ye. In practice, the separation was not perfect: as seen in Fig.
, the fluorescence spectrum from FITC-dextran extended into
he bandpass of the SRB channel. However, it is simple to
how algebraically that this bleed-through cancels when the
P image is subtracted from the P image �Sec. 7.4, Eqs. �25�

nd �26��. If there were significant leakage of fluorescence
rom SRB into the FITC-dextran channel, it would affect the
alculation, but inspection of Fig. 3 shows that, with the filter
sed, the leak is very small.

Materials and Methods
ll animal experiments were performed in accordance with

he French Government guidelines for the care and use of
aboratory animals �License Nos. 380321, A 3851610004, and

3851610003�.

.1 Two-Photon Laser Scanning Microscopy
he microscope consisted of an MRC 1024 scanhead �Biorad
nited Kingdom�, and a BX50WI upright microscope �Olym-
us, Japan� fitted with a large, home-built, motorized stage

21
see schematic in Vérant et al. �. The optics could be

ournal of Biomedical Optics 011002-
switched between white light epi-illumination and observation
and the multiphoton, laser scanning mode. An 800-nm exci-
tation beam from a femtosecond Ti:Sapphire laser �Tsunami
pumped by a Millennia V; Spectra-Physics, Inc., Mountain
View, California� was focused into the sample using a
20�water-immersion objective, numerical aperture 0.95,
working distance of 2 mm �Xlum Plan FI, Olympus�. The
beam was scanned in the x-y plane to acquire images 512
�512 pixels �598 �m�598 �m, 0.9 s / image�. The obser-
vation depth was changed between images using the motor
drive of the objective to obtain a z-stack. The intensity of the
incident laser beam was varied by rotating a half-wave plate
in front of polarizers at Brewster’s angle so that the total
average power delivered at the surface ranged from 10 to
200 mW. The confocal configuration was not used, the fluo-
rescent light being diverted before reaching the scan head by
a filter cube �HQ525-50, 565DCLP, HQ620-60, Chroma
Technology Corp., Rockingham, Vermont�. This directed the
red fluorescence of SRB and the green fluorescence of FITC-
dextran separately onto two external photomultiplier tubes
�Fig. 3�. Images were displayed, as acquired, by the Biorad
operating system.

3.2 Fluorescent Probes
For the dye that remains in the intravascular space, we chose
70 kDa fluorescein isothiocyanate-dextran �FITC-dextran;
Sigma-Aldrich, St. Quentin Fallavier, France�, which does not
cross the normal BBB in significant quantities in the times we
consider21 ��15 min�. We studied the extravasation of the
much smaller �559 Da� sulforhodamine B �Lambda Physik,
Göttingen, Germany�, a polar, hydrophilic molecule. Neither
of these is toxic for small animals at doses used in this work
�see Material Safety Data Sheet22�. Both dyes can be excited
with two-photon transitions with femtosecond pulses of light
centered at 800 nm.

Both dyes are efficiently excited by two-photon absorption
within the spectral range of the Ti:Sa laser, as shown on the

23

Fig. 3 Fluorescence spectra of FITC-dextran and SRB and the trans-
mission curves of the interference filters used to select the fluores-
cence. 565DCLP is the transmission of the dichroic mirror.
Xu et al. spectra.

January/February 2008 � Vol. 13�1�4
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.3 Microbeam Irradiation
wiss Nude mice �Charles River, L’Arbresle, France� approxi-
ately 5 weeks old, 14 to 24 g, were anesthetized with

ylazine/ketamione �0.1%/1% in buffered saline, 10 �l per g
ody weight� and irradiated on the biomedical beamline ID17
f the European Synchrotron Radiation Facility, Grenoble, as
escribed in Serduc et al.17 Briefly, the upper part of the left
erebral hemisphere was irradiated in the anteroposterior di-
ection by an array of 18, vertically orientated, parallel, 25-
m-wide, microplanar beams; the distance between the cen-

ers was 211 �m. The entrance dose was 1000 Gy in a field
mm�4 mm.

.4 Animal Preparation for Microscopy
bout 48 h after irradiation, the mice were anesthetized with

sofluorane �5% for induction and 1.5% for maintenance�, in a
ixture of 70% N2O, 30% O2. A cranial window 3 mm in

iameter was made over the left parietal cortex, leaving the
ura intact. The exposed brain surface was protected by a gel
f 1% agarose in 0.9% saline solution. One hundred �l of a
olution of 100 mg ml−1 FITC-dextran in 0.9% saline was
dded to 50 �l of 10 mg ml−1 SRB and injected in the tail
ein. The mouse was then placed on a stereotaxic frame modi-
ed to permit rotation about the longitudinal axis; the cortical
urface, where the laser light entered, could then be made
orizontal. Imaging started within 5 min of the dye injection.

.5 Image Acquisition
o avoid the large blood vessels at the surface of the brain,

maging started at a depth from the surface of about 150 �m.
he offsets of the two photomultiplier tubes were first ad-

usted to avoid any artifactual signal background. The power
f the laser beam was set initially to about 5 mW, and during
ontinuous x ,y scanning, the gains of the two detection chan-
els, monitored by the photomultiplier supply voltages, were
ncreased so as to produce the highest fluorescence signals
ossible without saturation in the images of the large blood
essels. The BioRad software indicates saturation of the digi-
al signal in a voxel by a striking change of the false color, so
his electronic matching of the images was readily performed.
lanar scans of the fluorescent signals S�x ,y ,z� were then
cquired at successive depths in the cortex with a z-step be-
ween scans of 2 or 1.5 �m. As the depth increased, absorp-
ion and scattering of the exciting light and the emitted fluo-
escence reduced the image intensity. To compensate for this,
he laser beam attenuation was reduced between scans, by

anual control of the attenuator command, so as to keep the
mages of the large blood vessels close to saturated. The

aximum power was about 200 mW �unfocused at the brain
urface�. A stack 200 �m thick of 51 slices was acquired in
0 s.

.6 Image Processing to Calculate Q
ost of the processing algorithms are available on ImageJ

http://rsb.info.nih.gov/ij/�.
1. Each image slice �a planar scan of 512�512 pixels

orresponding to 598�598 �m2� of both the SRB and the
ITC stacks �n slices� was convolved with a Gaussian func-
ion with a full width half maximum �FWHM� of 2 pixels

ournal of Biomedical Optics 011002-
corresponding to 2.3 �m. This step was necessary to elimi-
nate isolated saturated pixels due to artifacts. Otherwise, such
isolated intense pixels could have led to the normalization of
step 2 failing to attribute the maximum intensity to large
plunging vessels.

2. The pixel intensities for each slice were normalized on
a scale from 0 to 1 �in 255 steps for an 8-bit acquisition� using
the “enhance contrast” command of ImageJ. The maximum is
the signal entirely from within a large vessel.21 This normal-
ization automatically matches the intravascular signals
SiP�i , j ,k� and SiNP�i , j ,k�.

3. Dif f�i , j ,k��SP�i , j ,k�−SNP�i , j ,k� �Sec. 7.2, Eq.
�14�� was calculated for each pixel using homemade software
written in Delphi-8 �Borland Software Corp., Cupertino, Cali-
fornia�.

4. The parameter Q was then calculated from Eq. �4�:

Q =
� Dif f

N
=

�i,j,k
Dif f�i, j,k�

512 � 512 � n
, �5�

for the case of n slices, each 512�512 pixels. Note that this
ratio is for the average intravascular and extravascular con-
centrations, the intravascular concentration being for whole
blood, not plasma.

3.7 Dye Clearance
Equation �1�, which defines the permeability coefficient P,
requires knowledge of the concentration of SRB in the plasma
CiP�t� at all times from the time of injection to the time of
image acquisition. CiP�t� has been measured by Vérant et al.19

Briefly, a catheter was introduced in the jugular vein, and
100 �l of an SRB solution �5 mg ml−1� was injected. �This is
the same quantity as for the imaging experiments.� At differ-
ent times up to 3 h after the injection, 40-�l samples of blood
were taken. The blood samples were diluted 41 times with
heparinized physiological serum. One ml of each sample was
centrifuged, and absorbance of the supernatant was measured
at 560 nm with a spectrophotometer; the reference was made
on heparinized physiological serum. The concentration of
SRB in the plasma of the blood sample taken at time t was
calculated as:

CiP�t� = Cspect � �41 − H� , �6�

where Cspect is the concentration measured in the supernatant
of the spectrometer sample and H ��0.42; Ref. 24� is the
hematocrit in the jugular vein.

4 Results
4.1 Subtraction Imaging of Extravasated Dye
Figures 2�a� and 2�b� show z-projected stacks of simulta-
neously acquired images of SRB and FITC-dextran fluores-
cence. The “maximum intensity” mode of ImageJ was used:
this means that for any pixel of coordinate �im , jn� in the final
image, only the most intense pixel �im , jn� in the z-stack is
displayed. This mode shows the three-dimensional �3-D� or-
ganization of the object. The electronic gains of the two chan-
nels had been adjusted repeatedly during the acquisition of the

stack so that the intensities of the blood vessels were the

January/February 2008 � Vol. 13�1�5
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ame. The images of the blood vessels are almost identical,
ut in the SRB image, additional extravascular features can be
ade out in the form of three spotted stripes crossing the

mage horizontally. Each FITC-dextran slice image of the
tack was then subtracted from the corresponding SRB slice
mage, and the resulting stack is displayed in two ways: in the
maximum intensity” mode �Fig. 2�d��, and in the “average
ntensity” mode �Fig. 2�c��. In the “average intensity” mode,
he intensities of each pixel �im , jn� in all slices were averaged
o give the intensity in the final image. With either mode of
isplay, the subtraction imaging almost completely eliminated
he blood vessels and allowed the stripes to be seen more
learly �Figure 2�c� and 2�d��. Such stripes were never seen in
onirradiated mice. The plane of the irradiation microbeams
as vertical �in the x ,z plane of the stack�, so their narrow
rofiles are seen in the image. The width �about 30 �m� and

ig. 4 Images obtained from the stacks of Fig. 2. �a� A slice image
onditions, but for the FITC-dextran channel. �c� Image obtained by s
eparation �about 200 �m� of the stripes clearly correspond

ournal of Biomedical Optics 011002-
to the geometry of the microbeams.17 The average diameter of
the bright objects was 7.7 �m, SD=0.4 �m. We have not
carried out experiments to identify these objects �see Sec. 5�.
In subtraction images of pairs of single optical slices, it was
seen that, between stripes, there weredark objects, diameter
about 10 �m, from which SRB was excluded �Fig. 4�c��. The
presence of these dark objects shows that the extravascular
signal was not an artifact �due to an incorrectly set zero level,
for example� and that SRB was indeed present in the extravas-
cular tissue outside the bright 7.7 �m objects. Figure 4�c�
also shows that much of the extravascular SRB was concen-
trated in small granules, about 2 �m in diameter.

4.2 Measurement of the Ratio of Mean Extravascular
to Intravascular Concentrations

This is the first step toward determining a permeability coef-

epth of z=150 �m below the dura for the SRB channel. �b� Same
ting the FITC-dextran image from the SRB image.
at a d
ficient, P, for SRB crossing the BBB. We are interested in the
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otal quantity of SRB in the extravascular space of the region
f interest: the concentration of SRB in bright spots, and its
xclusion from certain other volumes, will not change the
stimation of P �provided all the extravascular dye molecules
uorescence with equal efficiency�. In Fig. 2�c�, a
-projection of 76 slices of the subtracted images, we find that
he ratio Q of the mean extravascular to the intravascular
oncentration for the complete volume is �from Eq. �4��:

Q =
�i,j,k

Dif f�i, j,k�

512 � 512 � 76
= 0.019, �7�

t time t=10 min after the bolus infusion of dye.
When the stripes are excluded, for example, the rectangu-

ar ROI shown in Fig. 2�c� is Q=0.017, which is only 10%
ess than the value for the whole volume.

.3 Dye Clearance
e write CiP�t�=CiP�0�� f�t�, where CiP�0� is the plasma

oncentration immediately after the dye injection. It was
ound experimentally that:

f�t� = 0.68 exp�− t/�1� + 0.27 exp�− t/�2� + 0.045, �8�

here �1=0.36�0.4 min and �2=30�7 min �Vérant et
l.19� The value of CiP�0�, which is not necessary for the
alculation of P, was 0.35 g / l �0.63 mM�.

.4 Calculation of Permeability
P is calculated from the dye concentration in the plasma, not
n the whole blood.7 Therefore, CeP�t� /CiP�t��plasma�
Q�t� / �1−H�, where H is the hematocrit in the mouse. Tak-

ng H as 0.42 �Ref. 24� and Q�t�=0.019 gives

eP�t� /CiP�t�=0.033, for t=10 min. Using Eqs. �1� and �8�,
e calculate P ·�=1.7�10−3 min−1 �which is 1.7 �l

min. g of brain�−1�.
The specific capillary surface is given by �

�CBV� ·2 / 	r
, where 	r
 is the mean capillary radius, and
BV is the cerebral blood volume of the capillaries in the
ortex. CBV in the mouse is 0.022 �Ref. 21�, and 	r
 measured
rom Fig. 2�b� is 2.4 �m. With these values, �=183 cm−1,
nd P=10−6 cm /s. Note that this is a mean value for all the
apillaries within the field of view.

Discussion
.1 Subtraction Imaging of Extravascular Space
njection of dye into the blood, with the aim of labeling struc-
ures within the parenchyma, has the advantage of being tech-
ically relatively simple and of introducing dye throughout
he brain. This approach has previously been used to label
myloid plaques,25 and it is the only way of using dye to
easure the permeability of the BBB. An obstacle has been

hat the weak extravascular fluorescence is difficult to mea-
ure in the presence of the intense fluorescence from the blood
essels. The subtraction method we have described here over-
omes this difficulty.

As with sulforhodamine 101 applied to the cortex,26 we
ound that sulforhodamine B labeled specific objects �Fig.

�d��. In our case, the labeled objects were in the tracks of the

ournal of Biomedical Optics 011002-
x-ray microbeams, approximately 48 h after the irradiation.
At this time, in brain sections stained with hematoxylin-eosin,
nuclear condensation �pyknosis� is observed, and five days
later, almost all cell bodies have disappeared from the micro-
beam tracks.17 Sulforhodamine B stains fixed cells in vitro.27

It is therefore possible that the stained objects were dying
cells.

In tissues other than the brain, intravascular dyes pass
readily into the tissue,28 which is presumably why the SRB
was cleared so rapidly from the blood in the present experi-
ments. This property has previously been used to introduce
specific fluorescent markers into the kidney.29 In a brain with
a normal BBB, entry of dyes into the parenchyma is much
slower, but even here, there is some possibility of labeling
from the blood.

5.2 Measurement of BBB Permeability
Our measurements gave a mean value of P in the ROI of
10−6 cm /s. This is larger than the value of 0.5�10−6 cm /s
for SRB obtained for pial venular capillaries in normal �unir-
radiated� rat brain by the single vessel occlusion technique5

but close to the value of 2�10−6 cm /s obtained under acute
bradykinin treatment.5 As shown by Nicholson,30 a molecule
the size of SRB will diffuse about 1000 �m through brain
interstitium in 10 min, so with the present protocol, there was
ample time for SRB to diffuse throughout the spaces between
the irradiation tracks. Hence, the present results do not distin-
guish between a uniform increase in P throughout the field of
view and a localized increase only �or mainly� within the
microbeam irradiation tracks. In the latter case �a local per-
meability increase�, the local value of P would be greater than
the mean P by the fraction �total volume/irradiated volume�.
This local P would be 10−5 cm /s. Dialysis experiments have
shown that part of the SRB in the blood is bound to albumin,
so the values of P for free SRB are underestimated19 by a
factor �total concentration/free concentration� of 1.5.

These permeability values should be considered as crude
because the hematocrit in small vessels is not exactly known,
but certainly smaller than the value used here. In addition, the
force that drives the diffusion is the concentration gradient
across the vessel wall—all in fluid. The dye is measured in the
tissue as a whole, which is approximately 5 times the volume
of the ECS alone. These two considerations work in opposite
directions, but we can estimate that our calculated permeabil-
ity is underestimated by another factor of 2

5.3 Advantages and Limitations of the Optical
Subtraction Method for Measuring BBB
Permeability

Our preliminary measurement of the permeability of the BBB
within the brain, at some depth from the surface, appears to be
the first such measurement to use an optical technique in vivo.
Unlike post mortem analysis of the distribution in sections of
brain of a marked molecule �such as 14C sucrose�, the tech-
nique opens the possibility of making repeated measurements
in one animal. In principle, it should be possible to follow a
rapid change in P, over a few minutes, such as that induced
by bradykinin,5 or to make repeated measurements at intervals

of days or weeks, and follow slow changes, as has been done
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sing two-photon microscopy to follow changes in neuronal
orphology.31

If the mean value of P for the blood vessels within the
egion of interest �ROI� were greater than the mean value of P
utside the ROI, then there would be a net diffusional flux of
ye out of the ROI, and this would lead to underestimation of

P. The method therefore requires that any heterogeneity of P
xtends throughout a region several times larger than the ROI.
n contrast, this increase need not be uniform over distances
mall compared to the ROI. Alternatively, a highly localized
ncrease in P confined to a few �m2 of capillary endothelium
ight be studied by measuring ceP before significant quanti-

ies of the dye have diffused out of the ROI.

.4 Uneven Concentration of Extravasated Dye
RB in the extravascular space was not uniformly distributed,
eing concentrated in small granules, excluded from other
bjects, and within the irradiation tracks, concentrated in ob-
ects 7.7 �m in diameter �Fig. 4�c��. Provided the fluores-
ence efficiency �two-photon absorption cross section � fluo-
escence quantum efficiency� of the dye molecules remains
he same as in the blood, this introduces no error in the mea-
urement of P. SRB has been reported to bind to proteins in
onviable cells,27 and such binding may occur in the heavily
tained objects in the microbeam tracks. However, it has been
hown that binding of the SRB to proteins does not change its
uorescence.27

Conclusion
njection of a nonpermeant dye together with one that crosses
he BBB opens new possibilities both for imaging intraparen-
hymal features and for quantitative measurements of BBB
ermeability in vivo.

Supplementary Material: Theory of
Quantitative Subtraction Imaging

e consider one dye that crosses the BBB, which we denote
�for permeant; in our case, SRB�, and one dye that remains

ntravascular and is denoted NP �in our case, FITC-dextran�.

.1 List of Symbols
• P �subscript� denotes dye that can cross the BBB. P

capital� is the permeability coefficient of the BBB.
• NP denotes dye that remains intravascular.
• Fi�x ,y ,z� is a structure function describing the vascular

pace. Fi�x ,y ,z�=1 in the vascular space, 0 elsewhere.
• Fe�x ,y ,z� describes the extravascular space. Fe�x ,y ,z�

0 in the vascular space, 1 elsewhere.
• �i�x ,y ,z�, �e�x ,y ,z� denote convolutions of the struc-

ure functions with the point spread function, PSF�x ,y ,z�. It
s not necessary to know the PSF.

• CiP�x ,y ,z , t� is the intravascular concentration of dye P.
• CiNP�x ,y ,z , t� is the intravascular concentration of dye

P.
• CeP�x ,y ,z , t� is the extravascular concentration of dye P.

y definition, for the nonpermeant dye, CeNP�x ,y ,z , t�=0.
• EP�x ,y ,z , t�, ENP�x ,y ,z , t� denote intensities of light
mission of P and NP from point �x ,y ,z� in the tissue.

ournal of Biomedical Optics 011002-
• SP�x� ,y� ,z� , t�, SNP�x� ,y� ,z� , t� denote corresponding
signals from point �x� ,y� ,z�� in the image space.

• 	 is a factor that accounts for bleed-through of light
from the shorter wavelength dye �FITC-dextran� into the
longer wavelength channel.

• 
 is the corresponding factor that accounts for bleed-
through of light from the longer wavelength dye �SRB� into
the shorter wavelength channel.

• Q�R , t� denotes the ratio of extravascular to intravascular
concentrations of the permeant dye P in the region of interest
R.

• Vi /Ve is the specific blood volume. �Strictly, it is
Vi / �Ve+Vi�, but Ve�Vi.�

7.2 Subtraction Imaging

The image of a fluorescent capillary extends, with a low in-
tensity, well beyond the geometrical limits of the capillary
�Fig. 1�c��. Hence, a significant part of the acquired signal
attributed to a point in the extravascular space comes, in prac-
tice, not from extravasated dye but from the much more in-
tense fluorescence of the more concentrated dye within the
capillaries �difference between solid and dashed lines in Fig.
1�b��. This problem is overcome by using a second dye that
remains intravascular.

In two-photon microscopy, the fraction of the incident light
is small so that the fluorescence is proportional to the concen-
tration of the dye, C, and also to its absorption coefficient, to
the quantum efficiency of the fluorescence, and to the incident
intensity of the exciting light. The latter factors are combined
in a constant K for each dye. Hence, the intensity of emitted
light for the permeant dye P is given by:

EP�x,y,z,t� = KPCeP�x,y,z,t�Fe�x,y,z�

+ KPCiP�x,y,z,t�Fi�x,y,z� , �9a�

where the structure functions, Fe and Fi, which can have val-
ues of 0 or 1, describe the extravascular and intravascular
spaces.

By definition, for the nonpermeant dye, CeNP=0 and

ENP�x,y,z,t� = KNPCiNP�x,y,z,t�Fi�x,y,z� . �9b�

The distribution of the intensities of the pixels in the ac-
quired image differs from E�x ,y ,z�. The main reason is that
the laser beam is not focused to a perfect point but excites
fluorophores in a volume that can be described by a point
spread function �see Vérant et al.21�. For quantitative measure-
ments of the extravascular concentration, CeP�x ,y ,z , t�, it is
necessary that the detection chain be linear �see below�, but
for qualitative detection of weak extravascular fluorescence, it
is permissible to increase the gains of the two channels until
the relatively intense fluorescence from the blood vessels
starts to saturate the amplifiers. We denote the combined op-
tical and electronic effects by a function PSF�x ,y ,z�, which
is assumed to be the same for both P and NP. We then show
that the subtraction method makes it unnecessary to know
PSF�x ,y ,z�. In the images, the structure functions F are re-

placed by their convolutions �i�x ,y ,z� with the PSF
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��x,y,z� =�
−�

� �
−�

� �
−�

�

F�,�,��PSF�x − ,y − �,z

− �� dd�d� . �10�

We define the images by pixel intensities S�t� in an image
pace �x� ,y� ,z� , t�:

Sp�x�,y�,z�,t� ⇔ kpCeP�x,y,z,t��e�x,y,z� + kpCiP�t��i�x,y,z� ,

�11a�

SNP�x�,y�,z�,t� = SiNP�x�,y�,z�,t� ⇔ kNPCiNP�t��i�x,y,z� ,

�11b�

here kP and kNP are new constants that include KP and KNP
nd also take into account the properties of the detection
hain.

These expressions suppose a moderate spatial variation of
he extravascular dye concentration compared with the scale
f the PSF.

We now adjust the gains of the two detection chains so that
he signals from the vascular space are equal:

SiP�x�,y�,z�,t� = SiNP�x�,y�,z�,t��intravascular space� .

�12�

e found experimentally that the two signals could indeed be
atched throughout the vascular space, as would be expected

rovided the two dyes are both excluded from the blood cells,
s is the case for SRB and FITC-dextran. From Eqs. �11� and
12�:

kPCiP�x,y,z,t� = kNPCiNP�x,y,z,t� . �13�

We define a difference signal Dif f�x� ,y� ,z� , t� obtained
y subtracting Eq. �11b� from Eq. �11a�:

Dif f�x�,y�,z�,t� � Sp�x�,y�,z�,t� − SNP�x�,y�,z�,t�

⇔ kpCeP�x,y,z,t��e�x,y,z� . �14�

ence, within the resolution of the two-photon microscopy,
if f�x� ,y� ,z� , t� is present only in the extravascular space

nd is uncontaminated by signals from the intravascular dyes.
rovided the two intravascular signals are matched, the gain
an be increased almost without limit to reveal extracellular
eatures.

.3 Quantification of Dye Extravasation: Ratio of
Extravascular Concentration to Intravascular
Concentration

et Q�R , t� be the ratio between extravascular and intravas-
ular concentrations of the permeant dye P in the region of
nterest R, at a given time t:

Q�R,t� =
CeP�R,t�
CiP�R,t�

, �15�

here CeP�R , t� is the average concentration of P in region R.
hen the intravascular signals are matched �Eqs. �12� and
13��:

ournal of Biomedical Optics 011002-
CiP�R,t� = CiNP�R,t�kNP/kP, �16�

Q�R,t� =
CeP�R,t�
CiNP�R,t�

kP

kNP
. �17�

From Eq. �11b�, summating over the pixels in region R, at
time t:

kNP . CINP =
� SNP

� �i

. �18�

Provided that R covers a large number of pixels, the sum of
the convolution of the intravascular function equals the sum
of the intravascular function itself:

� �i = � Fi. �19�

So Eq. �18� becomes:

kNP · CiNP =
� SNP

� Fi

, �20�

and similarly Eq. �14� gives:

kP · CeP =
� Dif f

� Fe

. �21�

In Eqs. �20� and �21�, the summations over Fi and Fe give the
intravascular volume Vi and the extravascular volume Ve
within the region of interest. So the final expression for Q
becomes:

Q =
� Dif f

� SNP

Vi

Ve
. �22�

The ratio Vi /Ve is the specific blood volume, which as shown
by Vérant et al.21 can also be calculated by summing over the
same region of interest:

Vi

Ve
=

� SNP

N
, �23�

where SNP has been scaled �normalized� in each image slice
of the stack to be unity in pixels corresponding to fluores-
cence that is entirely intravascular, and N is the total number
of pixels within the region of interest.

We finally obtain:

Q =
� Dif f

N
, �24�

where the scale of Diff follows from the normalizations of

SNP and S, as explained in Sec. 2.2.
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.4 Consequences of Bleed-Through Between the
two Detection Channels

q. �9� assumed that each photomultiplier detected light emit-
ed by only one dye. As seen in Fig. 3, the fluorescence spec-
rum from FITC-dextran extends into the bandpass of the
RB channel and makes a contribution that we denote as frac-

ion 	 of its detection in the FITC-dextran channel, and con-
ersely, a very small amount of fluorescence, 
, from SRB
xtends into the FITC-dextran bandpass. Adding terms to Eq.
11� to account for this gives:

SP = kPCiP�i + 	kNPCiNP�i + kPCeP�e , �25a�

SNP = kNPCiNP�i + 
kPCiP�i + 
kPCeP�e . �25b�

he signals from intravascular space are adjusted to match:

kPCiP�i + 	kNPCiNP�i = kNPCiNP�i + 
kPCiP�I .

ence:

Dif f�xyz� � SP − SNP = �1 − 
�kPCeP�e . �26�

We see that the 	 term is eliminated, leaving only 
, which
y inspection of Fig. 3, is very small.

.5 Measurement of the Permeability of the BBB
he transport across the BBB of a substance that is not carried
y transporter molecules follows from Fick’s Law7:

dCeP�t�
dt

=
P . S

Ve
. �CiP�t� − CeP� �t�� , �27�

here S is the surface area of the blood vessels in the region
f interest, Ve is the extravascular volume, the equation de-
nes a permeability constant P, and CeP� �t� is the concentra-

ion immediately outside the BBB. However, molecules of
Wt up to about 10,000 diffuse freely through the extracel-

ular clefts of brain tissue, and Wu et al.12 have estimated that
rovided the measurement is made at a time sufficiently short
hat mean CeP�t��CiP�t�, then CeP� �t��CiP�t�. Hence:

dCeP�t�
dt

� �P . CiP�t� , �28�

here �=S /Ve. We write:

CiP�t� � CiP�0� . f�t� , �29�

here CiP�0� is the intravascular concentration just after the
njection, at t=0, and f�t� is the time-course of the decline in

iP as the dye is cleared from the blood. Integration gives:

CeP�t� = P . � . CiP�0� .�
0

t

f��� d� . �30�

rom Eqs. �15� and �29�,

CeP�t� = Q�t� . CiP�0� . f�t� . �31�
ence:

ournal of Biomedical Optics 011002-1
P = Q�t� .
f�t�

��
0

t

f�t� dt

. �32�

Inserting Eq. �24� for Q�t�:

P =
� Dif f�t�

N
.

f�t�

��
0

t

f�t�dt

. �33�

f�t� is obtained from measurements of CP in the blood.
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