
HAL Id: inserm-00750520
https://inserm.hal.science/inserm-00750520

Submitted on 10 Nov 2012

HAL is a multi-disciplinary open access
archive for the deposit and dissemination of sci-
entific research documents, whether they are pub-
lished or not. The documents may come from
teaching and research institutions in France or
abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est
destinée au dépôt et à la diffusion de documents
scientifiques de niveau recherche, publiés ou non,
émanant des établissements d’enseignement et de
recherche français ou étrangers, des laboratoires
publics ou privés.

Validation of the Vivago Wrist-Worn accelerometer in
the assessment of physical activity.

Jérémy Vanhelst, Rémy Hurdiel, Jacques Mikulovic, Gilles Bui-Xuân, Paul
Fardy, Denis Theunynck, Laurent Béghin

To cite this version:
Jérémy Vanhelst, Rémy Hurdiel, Jacques Mikulovic, Gilles Bui-Xuân, Paul Fardy, et al.. Validation
of the Vivago Wrist-Worn accelerometer in the assessment of physical activity.. BMC Public Health,
2012, 12 (1), pp.690. �10.1186/1471-2458-12-690�. �inserm-00750520�

https://inserm.hal.science/inserm-00750520
https://hal.archives-ouvertes.fr


RESEARCH ARTICLE Open Access
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and Laurent Béghin1,2

Abstract

Background: Most accelerometers are worn around the waist (hip or lower back) to assess habitual physical

activity. Wrist-worn accelerometers may be an alternative to the waist-worn monitors and may improve compliance

in studies with prolonged wear. The aim of this study was to validate the VivagoW Wrist-Worn Accelerometer at

various intensities of physical activity (PA) in adults.

Methods: Twenty-one healthy adults aged 20–34 years were recruited for the study. Accelerometer data and

oxygen uptake (VO2) were measured at sedentary, light, moderate and vigorous levels of PA.

Results: Activity categories and accelerometer counts were: sedentary, 0–15 counts·min−1; light, 16–40 counts·min−1;

moderate, 41–85 counts·min−1; and vigorous activity, > 85 counts·min−1. ANOVA repeated measures was used to

determine the relationship between accelerometry data output and oxygen consumption (r = .89; p < .001). The Bland

and Altman method showed good agreement in the assessment of energy expenditure between the indirect

calorimetry and the data obtained by the accelerometer.

Conclusions: Results of the study suggest that the VivagoW wrist-worn accelerometer is a valid measure of PA at

varying levels of intensity. The study has also defined threshold values at 4 intensities and hence te VivagoW

accelerometer may be used to quantify PA in free living conditions among adults. This device has possible application

in treating a variety of important health concerns.
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Background
Obesity in children and adults, coupled with adverse health

consequences, has increased dramatically in recent years

resulting in an urgent need for population-based interven-

tions. The ability to prescribe exercise accurately is an im-

portant consideration in developing intervention programs

[1]. Many methods are available to assess physical activity

(PA) in free living conditions (FLC), e.g. PA questionnaires,

self reports, indirect calorimerty, pedometry, and accelero-

metry [2-4]. PA questionnaires are often used because they

are low cost, easily administered, and can assess large

numbers simultaneously. However, questionnaires are sub-

jective and have problems of reliability and validity [4-6].

Generally, the questionnaire tends to overestimate PA and

can lead to misclassification of subjects [6]. Pedometers

provide an inexpensive and reliable objective measure of ac-

tivity by counting the number of steps performed by the

subject per day. However, the pedometers are not able to

quantify PA levels. Accelerometry represents an objective,

inexpensive and non invasive method to measure PA [7].

The advantages of accelerometry are precision, accuracy,

small size, light weight and ease of use. Accelerometry tech-

nology is based on mechanical principles incorporating a

piezoelectric element and a seismic mass housed in a device

called an accelerometer, which measure accelerations. Ac-

celeration is defined as the change in velocity over time; it

measures the quantity and intensity of movement. When
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the subject moves, the sensor undergoes acceleration, and

the seismic mass causes the piezoelectric element to experi-

ence deformation in the form of bending, direct tension or

compression. These conformational changes cause a dis-

placed charge to build up on one side of the sensor, which

can generate a variable output voltage signal that is propor-

tional to the applied acceleration. This voltage signal, after

being filtered and amplified, is then sampled at a prefixed

frequency by the device to convert the analog voltage signal

to a digital series of numbers, which are called “counts” [8].

Most accelerometers are usually worn around the waist,

hip or lower back with an elastic belt and adjustable buckle.

The VivagoW accelerometer (www.vivagowellness.fr) is a

wrist-worn accelerometer, which, when compared with

waist-worn monitors may be more convenient to wear and

may lead to improved compliance for studies where there is

prolonged wear (usually 7 d for assessing PA habitual). To

our knowledge, no published studies have assessed the val-

idity of the VivagoW wrist-worn accelerometer for assessing

the PA in FLC.

Therefore, the purpose of the present study is to meas-

ure the validity of the VivagoW wrist-worn accelerometer

in the assessment of PA and to define thresholds for

detecting different levels of PA.

Methods
Subjects

Twenty-one healthy and active adults (10 females and 11

males), aged 20–34 yr, were recruited for the study. The

mean ± SD for age, body mass, and height were 29.3 ±

5.1 years, 79.6 ± 12.3 kg, and 180.2 ± 9.1 cm, respectively.

The purpose and objectives of the study were explained

to each subject before the study began and written

informed consent was obtained. The study was approved

by the Lille University Research Ethics Committee

(Comité de Protection des Personnes, Lille, France). All

procedures were performed in accordance with the eth-

ical standards of the Helsinki Declaration of 1975, as

revised in 2008, and Good Clinical Practice [9].

Procedures

All subjects were required to undergo a physical examin-

ation to exclude pathologies that might have caused sub-

jects to be excluded. Eligibility criteria included body

mass index between 19 and 24.4 kg/m2, 18 to 35 years

of age, and normal clinical examination including nor-

mal psychomotor development. Exclusion criteria

included obesity, chronic diseases, cardiovascular or

metabolic diseases. Body mass was measured without

shoes and heavy outer garments to the nearest 0.1 kg

using an electronic scale (Oregon ScientificW, GA 101,

USA). Height was measured without shoes to the near-

est 0.1 cm using a standard physician’s scale. PA was

assessed by accelerometry and oxygen uptake by gas-

collection methodology. Intensity of PA varied from sed-

entary to vigorous. Activities were selected that reflected

typical PA in adults under normal living conditions, e.g.

walking, running and sitting in the office or resting.

Treadmill speed was similar to the study of Freedson

et al. [10]. Subjects performed six consecutive 10 minute

periods of activity at increasing levels of intensity from

sedentary to vigorous. Intensities of activity were defined

as sedentary (resting on a bed, and reading a book), light

(walking slowly at 2.5 mph); moderate (walking at 3.7

mph and running slowly at 5 mph); and vigorous (run-

ning at 6.2 mph). A treadmill (Marquette 2000, SOMA

TechnologyW, Cheshire, USA) was used to represent

light, moderate and vigorous PA. All intensities were

performed during the same testing session with a rest

period between each activity varying between 3 and

10 minutes according to the fatigue status of participant.

The criterion chosen to restart the next activity was to

recover a respiratory quotient of rest (± 10% from rest

period). All tests were performed at the University Ap-

plied Physiology Laboratory.

Materials

VivagoW accelerometer

VivagoW is an accelerometer worn at the wrist of the

subject (Vivago WellnessW, Paris, France). The activity

signal, which is constructed from measured force

changes at the unit’s movement sensor, is continuously

recorded on average once per minute and can store data

recorded at 1 minute epoch. The VivagoW wrist-worn ac-

celerometer reacts to omnidirectional changes in accel-

eration which generate a voltage via a piezoelectric

sensor. The signal is amplified, digitized, and stored in

memory as activity counts. The dynamic range of the ac-

celerometer is ± 4 G. The sample rate for body motion is

40 samples per second. The VivagoW accelerometer is

sensitive to movements in the 0.5–10 Hz range. The

same accelerometer was used for all subjects. Data were

downloaded from the monitor to a computer after com-

pletion of all activities. Accelerometer data between min-

utes 3 and 10 were used to represent physiologic steady

state. Data were expressed as the mean in counts·min
−1.

Indirect Calorimetry

Oxygen consumption (VO2) and carbon dioxide produc-

tion (VCO2) were measured every 10 s for 10 min during

each activity using a gas analyzer (Respironics Novametrix

Medical SystemW inc, NICO 7300, Wallingford, USA and

DatexW, Ohmeda, USA). The gas analyzer was calibrated

with standard gases before each session and was synchro-

nized with the accelerometer. Subjects wore an adapted

mask that was connected by plastic tubing to the gas

Vanhelst et al. BMC Public Health 2012, 12:690 Page 2 of 7

http://www.biomedcentral.com/1471-2458/12/690

http://www.vivagowellness.fr


analyzer. The mask was worn during all experiments. Data

captured between minutes 3 and 10 of each activity level

were analyzed.

Statistical analysis

Data were analyzed using the Statistical Package for the

Social Sciences, Windows 11.5 (SPSS Inc., Chicago,

USA, IL) and Excel 2003 (Microsoft Inc., Redmond,

USA, WA). Receiver operator curves (ROC) were used

to determine the VivagoW value that best distinguished

one level of intensity from another. The first was used to

distinguish sedentary from light PA data. The threshold

was defined as the maximum receiver operator curves

value for sedentary PA. To define the lowest value of the

subsequent PA level (i.e. light physical activity), we

added one count to the preceding threshold. For ex-

ample, if the threshold of the receiver operator curve for

distinguishing sedentary from light PA was 15, the range

for sedentary PA was defined as 0–15. The next thresh-

old was 16 and corresponded to the lowest value for

light PA. This procedure was repeated twice to define

ranges for light, moderate, and vigorous intensities. Indi-

vidual data were pooled to defined thresholds. Repeated-

measures analysis of variance (ANOVA) was used to

correlate oxygen consumption with accelerometer data

for the whole study population. The Bland & Altman

method was also used to compare the energy cost

assessed by the indirect calorimetry and accelerometry

[11]. Heteroscedasticity was tested by the « Levene » Test

for equality of variances.

Results
VivagoW accelerometer thresholds

Three ROCs were plotted according to the intensity of

PA. Thresholds were identified as sedentary, light, mod-

erate and vigorous activity. Thresholds of 15 counts.

min−1 between sedentary and light intensity, 40 counts.

min−1 between light and moderate intensity, and 85

counts. min−1 between moderate and vigorous intensity

were identified. Therefore, the values ranges for sed-

entary, light, moderate, and vigorous activities for the

VivagoW accelerometer were 0–15, 16–40, 41–85, and

85 counts.min−1, respectively.

Accelerometer counts, oxygen consumption and MET

values

Table 1 includes the accelerometer counts, oxygen con-

sumption and MET values derived from calorimetry in-

direct and accelerometry, expressed both in minutes for

each intensity. The chosen physical activities provided a

wide range in MET values (1.6–8.7) with a

Table 1 Counts and oxygen uptake at each physical activity intensity [mean (± SD)]

Sedentary Light Moderate Vigorous

Accelerometer (counts·min−1) 6.5 (5.5) 18.3 (2.8) 45.9 (8.7) 95.6 (5.3)

Oxygen uptake (ml.kg.min−1) 5.7 (1.1) 14.2 (1.7) 24.4 (5.9) 37.1 (6.3)

MET score† 1.6 (0.3) 3.9 (0.4) 5.6 (1.8) 9.1 (1.7)

MET score* 1.6 (0.3) 3.2 (0.5) 5.2 (1.7) 8.7 (1.6)

† MET value derived from indirect calorimetry.

* MET score derived from data accelerometer.

Figure 1 Individual regression plots for the change in oxygen consumption and output accelerometer during all activities (n = 21).

Vanhelst et al. BMC Public Health 2012, 12:690 Page 3 of 7

http://www.biomedcentral.com/1471-2458/12/690



correspondingly wide range in accelerometer counts

(6.5–95.6 counts·min−1).

Oxygen uptake, data output from the accelerometer

and MET values increased with increasing exercise in-

tensity (Table 1; Figures 1 & 2). Within-individual, be-

tween-individual, and overall correlations for vector

magnitude and oxygen consumption are presented in

Table 2. Individual r-values between PA level, output ac-

celerometer and oxygen uptake exceeded 0.9 in all

cases.

Homoscedasticity was found for the variables because

the variance was very closed. When pooling data from

all participants, a significant correlation was found be-

tween output accelerometer and oxygen consumption

(R = .89, P < .001; ANOVA; Figure 2). Table 1 shows that

the physical activity levels were associated with a wide

range of oxygen uptakes (5.7–37.1 ml.kg−1.min−1). Oxy-

gen consumption was significantly higher at increased

PA intensities.

Figure 3 shows the regression lines for MET score ver-

sus accelerometer counts. The formula estimating MET

score using counts is:

MET ¼ 0:0949� counts:min�1
� �

þ 1:9145

The mixed model concordance correlation coefficient,

corresponding to an R2 in standard linear regression,

was 0.82.

Figure 4 shows a good agreement in the assessment of

MET values between indirect calorimetry and output

accelerometer because the mean difference was within

the limits of agreement and most data points were

within the limits of agreement of bias (Bland & Altman).

The mean difference was very close of 0 (1.1 ± 1.3), and

the limits of agreement were −2.9 to 2.9.

Discussion
Accelerometry is a useful tool for prescribing exercise to

help develop PA intervention programs. New acceler-

ometers need to be tested for validity and reliability.

Accelerometers most often used in epidemiological and

clinical studies previously have been calibrated and vali-

dated for assessing PA patterns [12-17]. The VivagoW

wrist-worn accelerometer has been validated and may be

used in long-term monitoring of sleep/wake patterns

with similar performance to actigraphy [18]. However,

no published studies have been performed on the valid-

ity of the VivagoW wrist-worn accelerometer in the as-

sessment of PA in FLC.

Even if many movements during activities of FLC may not

be recorded with a wrist-worn accelerometer, Zhang et al.

demonstrated [19] that the ability to detect certain types of

PA with a wrist-worn accelerometer is comparable to waist-

worn accelerometers. The wrist-worn VivagoW accelerom-

eter is a waterproof device that does not require removal

during the day. As a consequence subject compliance is

improved and PA patterns in FLC are assessed more pre-

cisely. When a subject wears an accelerometer around the

waist with an elastic belt or on a belt clip, the subject is

obliged to remove the device for sleeping, changing clothes,

doing contact sports, or during activities in water, e.g. bath-

ing, showering, and swimming. These constraints may lead

a lower compliance. Furthermore, when using waist-worn

accelerometers, the zero activity periods of 20 min or longer

are analysed as “not worn time” [20,21]. If these periods are

removed from the total of activity it may lead to a

Figure 2 Correlation between output accelerometer and oxygen consumption (n = 21).

Table 2 Correlation coefficients for output accelerometer

and oxygen consumption

Within Between Overall

Correlation coefficient 0.94 0.92 0.89
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misclassification of PA patterns, i.e. underestimation of sed-

entary time.

Controlled and noncontrolled activities were used in

the study. While the majority of activities were of a con-

trolled nature on a treadmill, two activities were not

controlled, resting on a bed, and reading a book, where

some participants were more active than others in spon-

taneous movements. The treadmill is a valid and reliable

instrument for controlling different levels PA that is

widely used in calibration studies [12-14]. A study

showed that accelerometer output obtained on a tread-

mill was similar to data obtained on-land [22]. Conse-

quently, the use of the treadmill in the present study can

be extrapolated to estimate the portions of time at differ-

ent levels of PA in adults under FLC.

A high correlation was found between data of the VivagoW

accelerometer and oxygen consumption. In previous calibra-

tion and validation studies with others accelerometers (Acti-

graphW, RT3W accelerometer), significant correlations were

observed between accelerometry and oxygen uptake. There-

fore, the device was validated for assessing PA [13,17,23].

The correlation between accelerometer data and markers of

PA intensity in the present study suggest that the VivagoW

accelerometer is a valid instrument for measuring PA in

adults. Moreover, this result is reinforced by the Bland &

Altman method showing a good agreement in the assess-

ment of energy expenditure (MET value) between the indir-

ect calorimetry and the data obtained by the VivagoW wrist-

worn accelerometer.

The VivagoW accelerometer is an original and innova-

tive device in the assessment of PA in healthy or un-

healthy populations. Its use is simple, fast and easy for

data transfer. Moreover, the software interface is fun and

allows for instant data interpretation. The device has

possible application in treating a variety of important

health concerns, as well as obesity.

This study provides useful information on the ability

to the VivagoW wrist-worn accelerometer for assessing

and detecting different activity levels. However, the study

has some limitations. Firstly, the population was very

homogeneous in age and physical fitness which may be a

threat to external validity. Furthermore, the number of

subjects was small and therefore less representative. To

confirm our data, a second study is suggested with an

Figure 3 Regression line for MET score versus accelerometer (Vivago) counts.

Figure 4 Difference MET values between indirect calorimetry and accelerometer output in 21 healthy volunteers.
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independent group to validate the thresholds established

in laboratory and field situations. Because of the limited

number of devices used in the present study, we were

unable to assess intra and inter-instrument reliability.

The quality of accelerometers depends on their intra-

and inter-instrument reliability. This is especially im-

portant for accelerometers because most studies of PA

require the use of many different devices to simultan-

eously assess a large number of subjects. Therefore, intra

and inter-instrument reliability is an important meth-

odological issue for the choice of accelerometer device

in a research study. Then, the lack of technical preci-

sions on the Vivago accelerometer (data unavailable),

specially for the equivalence in gravity force, can not

permit to compare this accelerometer with the others

(ActiGraphW, RT3W, ActicalW) used widely in the

literature.

Conclusions
In conclusion, the VivagoW Wrist-Worn accelerometer is

a valid technique used to assess PA in laboratory and

FLC. This study provides cut-off points for adults for

various levels of PA intensity using the VivagoW wrist-

worn accelerometer measuring every minute. These

thresholds enable quantification of the time spent per-

forming sedentary, light, moderate, and vigorous activ-

ities for adults’ subjects. Further research is needed to

assess inter and intra instrument reliability, a key indica-

tor of the quality of the device. Further research should

also determine if the thresholds established in laboratory

can be extrapolated to field or FLC where activities are

more unstructured, sporadic and with many interrup-

tions during a typical day.
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