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Dear Sirs

The interest in circulating microparticles (MP) shown by the scientific community is increasing. These MP emitted from membranes by activated or apoptotic blood cells have been considered for a long time merely as cell debris without biological activities. However, " "

MP are now considered as critical effectors involved in numerous biological processes (e.g., coagulation, angiogenesis, immunomodulation) (1 5).

-Two major complementary approaches on the boundary between cellular hematology and haemostasis are used to monitor circulating MP in clinical settings: a quantitative and descriptive approach which uses flow cytometry and a qualitative/function alone assessing MP biological activities, involving phospholipid-dependent procoagulant activities in MP. This is explored using haemostasis techniques such as fluorometry or chronometry. Few studies have compared both approaches [START_REF] Connor | The majority of circulating platelet-derived microparticles fail to bind annexin V, lack phospholipid-dependent procoagulant activity and demonstrate greater expression of glycoprotein Ib[END_REF]. Here, we report a correlation between platelet-derived

MP (PMP) enumeration by cytometry and assessment of their procoagulant activity by fluorometry (thrombin generation TG

[ ] measurement) and chronometry assays (factor X FX activity). Two different centrifugation protocols were compared.

[ ]

The study population consists of 40 platelet donors. Samples were taken at the French Blood Agency (EFS Bourgogne-Franche-Comté , Besan on, France) after signature of the informed consent (Approval from the local research ethics committee, CCP Est II, Besan on).

ç ç

After a venepuncture without a tourniquet as proposed [START_REF] Yuana | Pre-analytical and analytical issues in the analysis of blood microparticles[END_REF], samples were collected after the elimination of the first millimeters, which are rich in tissue factor (TF) [START_REF] Yuana | Pre-analytical and analytical issues in the analysis of blood microparticles[END_REF], in Vacutainer tubes (Becton-Dickinson, Le Pont de Claix, France) containing Citrate-Theophylline-Adenosine-Dipyridamole (CTAD) anticoagulant, in order to limit platelet activation [START_REF] Yuana | Pre-analytical and analytical issues in the analysis of blood microparticles[END_REF] and therefore the in vitro non-specific MP production. Samples were centrifuged (less than an hour after venepuncture). The 40 samples were centrifuged in order to obtain platelet-poor plasma (PPP) with the following centrifugation protocol: 1500 for 15 minutes, decantation and then 13000 for the two centrifugation protocols (number of platelets before centrifugation: 121 000 to 234 000/ L; number of platelets obtained after μ centrifugation: 6 32/ L using protocol 1 6 21/ L using protocol 2). All the samples were frozen and stored at 80 C in 1.5ml

- μ # vs - μ # - °polypropylene
microtubes (TreffLab, Degersheim Switzerland) and thawed quickly at 37 C for 5 minutes before analysis.

°The later generation NAVIOS cytometer (Beckman Coulter, Miami, FL) was used together with Megamix beads (Biocytex, ™ Marseille, France) to define a standard-sized area and Flow-Set fluorosphere beads (Beckmann Coulter) to enumerate PMP as we ™ previously described [START_REF] Pelletier | Increased levels of circulating endothelial-derived microparticles and small-size platelet-derived microparticles in psoriasis[END_REF]. Inter-, intra-assay coefficient of variations (CV), lower limits of detection and raw cytometry data are given in [START_REF] Pelletier | Increased levels of circulating endothelial-derived microparticles and small-size platelet-derived microparticles in psoriasis[END_REF] for protocol 1. To compare the data obtained by cytometry with haemostasis techniques, PMP were assessed by triple staining using # Annexin V (a phosphatidylserine ligand) and two monoclonal antibodies directed against platelets (CD31 and CD41). We assessed externalized phosphatidylserines in PMP, since phospholipid-dependent procoagulant activitiesare limited to the PMP subsets exposing phosphatidylserines [START_REF] Connor | The majority of circulating platelet-derived microparticles fail to bind annexin V, lack phospholipid-dependent procoagulant activity and demonstrate greater expression of glycoprotein Ib[END_REF].

Thrombin generation (TG) was measured by means of Calibrated Automated Thrombography (CAT, chronometric method) (Diagnostica Stago, Asni res-sur-Seine, France) using the platelet-rich plasma (PRP) Reagent (containing only of 1 pMTF). The aim of è this reagent is to assess procoagulant phospholipid-dependent activities of MP and the thrombin peak (assessed by C parameter) is the max critical parameter.

The chronometric method used was the STA Procoag PPL (Diagnostica Stago) performed on the STA-Revolution (STA-R )

® ® ®
instrument (Diagnostica Stago). This method explores phospholipid-dependent procoagulant activity component of MP and is not sensitive to the TF [START_REF] Connor | Detection of the procoagulant activity of microparticle-associated phosphatidylserine using XACT[END_REF]. After an incubation (120 seconds,37 C) of PPP with a reagent consisting of procoagulant phospholipid-depleted human °plasma, activated FX and calcium were added and clotting time was measured using the STA-R instrument.

®

Correlation analyses were performed by Spearman s rank correlation analysis. The inter-technique correlation curves obtained are

'
shown in Figure 1.The strong correlations obtained between the 3 techniques demonstrate that with a good control of the pre-analytic variables, MP monitoring can be evaluated by two different approaches. An increase in the PMP numbers quantified by cytometry demonstrates an increase in procoagulant activity measured by haemostasis techniques (characterized by an increase in the C of TG max measurement and by shortening clotting time measured using the STA Procoag PPL method).

® Furthermore, we observed that with a more intense centrifugation protocol (protocol 2), the number and procoagulant activity of the # PMPs were reduced and that for lower values (< 2000 MP/ l, clotting time > 70 sec, C < 60 nM) correlations between techniques were μ max not as good (Figure 1B). Today, we cannot explain such observation. The advantages of cytometry are the detection of lineage markers which are useful in determining the cellular origin of MPs, but the complexity in detecting MPs < 0.5 m in a standardized manner is μ currently its main limitation. The advantages of haemostasis techniques are their low cost and the fact that they can be carried out quickly, and therefore easy to perform in routine practice. These techniques assess a functional parameter and do not rely on size determination, unlike cytometry.

In conclusion, a statistically significant correlation exists between the three approaches used to analyze phospholipid-dependent procoagulant activities in MPs by two distinct haemostasis methods and enumeration of circulating PMP expressing phosphatidylserines.

Each method exhibits advantages and restrictions. One may suggest that the most automated method ( , the STA Procoag PPL ) can be i.e.

® used as first-line method to monitor MP. Moreover, our data support that the less intense centrifugation protocol (protocol 1) gives a # better correlation between the different methods. Further studies are urgently needed to confirm these observations.
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The correlation between the enumeration of PMP assessed by cytometry and phospholipid-dependent procoagulant activity assessed by haemostasis methods A-The study was performed in 40 healthy donors and samples were centrifuged according to protocol 1. A1-Comparison of the respectively. Intra-and inter-assay CV s for cytometry using protocol 2 are 7.8 and 9.4 , respectively compared with 6.7 and 5.7 using

protocol 1 [START_REF] Yuana | Pre-analytical and analytical issues in the analysis of blood microparticles[END_REF]. -